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LABORATORY LOCATION: AGTC Genomics Sdn. Bhd.

(PERMANENT LABORATORY) J2-1 & J2-2, Pusat Perdagangan Bukit Jalil, Jalan Persiaran Jalil,
CIEHY, A0 Bukit Jalil, 57000 Kuala Lumpur , 57000,

WILAYAH PERSEKUTUAN KUALA LUMPUR

MALAYSIA

ACCREDITED SINCE : 13 JANUARY 2025

FIELD(S) OF MEDICAL TESTING : | MOLECULAR TESTING

The standard used for assessment of this laboratory is MS ISO 15189:2022 (ISO 15189:2022, IDT).

A medical laboratory's fulfilment of the requirements of ISO 15189 means the laboratory meets both the
technical competence requirements and the management system requirements necessary for it to
consistently deliver technically valid test results. The management system requirements in ISO 15189 are
written in language relevant to a medical laboratory’s operations. Medical laboratories that implement 1SO
15189 operate generally in accordance with the principles of ISO 9001. (See Joint IAF-ILAC-ISO
Communiquée, November 2021)
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CENTRAL LOCATION

AGTC Genomics Sdn. Bhd.

J2-1 & J2-2, Pusat Perdagangan Bukit Jalil, Jalan Persiaran Jalil,
Bukit Jalil, 57000 Kuala Lumpur , 57000,
Wilayah Persekutuan Kuala Lumpur

FIELD(S) OF MEDICAL TESTING :

MOLECULAR TESTING,

SCOPE OF MEDICAL TESTING : MOLECULAR TESTING

Specimen Tested

Type of Test/
Properties Measured/

Test Methods,Specifications/
Equipment/Techniques Used

Human Blood

Clinical Whole Genome
Sequencing (With Interpretation of
examination result)

« Purity: Implen Nanophotometer
« Concentration: Thermo Fisher
Invitrogen Qubit4 Fluorometer

* Sequencing: lllumina NovaSeq
6000, Illumina MiSeq

* Primary & Secondary Analysis:
lllumina DRAGEN Bio-IT

* Tertiary Analysis: Qiagen QCII

Human Ffpe

BRCA (Somatic) Testing (With
Interpretation of examination
result)

* Purity: Implen Nanophotometer
» Concentration: Thermo Fisher
Invitrogen Qubit4 Fluorometer

» Sequencing: lllumina NovaSeq
6000, Illumina MiSeq

 Primary & Secondary Analysis:
lllumina DRAGEN Bio-IT

* Tertiary Analysis: Qiagen QCII
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